INFO ABSTRACT
The interfering substances are endogenous substances that are natural, polyreactive antibodies as heterophilic or auto antibodies, or human anti-animal antibodies together with other unsuspected binding proteins that are unique to the individual. Interfering substances can interfere with the reaction between analyte and reagent antibodies in immunoassay resulting in false positive or negative values. This ultimately results in misinterpretation of patients reports and finally to wrong course of treatment.
Objective
In our study, we used a retrospective approach to find out the extent of interferences and type of interferences in some cases during our routine practice.
Method
The immunoassay reports which were clinically not correlating were retrospectively evaluated after discussion with the clinician. Over a period of six month a total of 42 samples were evaluated for interference for
INTRODUCTION
All laboratory assays are subject to interferences. The effects of hemolysis, lipemia, and bilirubinemia (i.e., icterus) on laboratory methods are well documented. Each of these may affect the analytical measurement. Despite the analytical sensitivity of immunoassays and measurements often being made without the need for prior extraction, immunoassays may lack adequate specificity and accuracy (1) .
Developing immunoassays for the quantification of an analyte in a buffer solution has its own challenges, nonetheless quantification of the same analyte in a biological matrix (usually serum or plasma) bears additional complexities. The challenges include background assay signal changes, biological variability (between matrix samples) exceeding analytical imprecision and recovery of the spiked reference standard can be challenging. Despite the increase in sensitivity and specificity of the immunoassay techniques over years, analytical interference remains to be a major area of concern.
The interfering substances change the measurable concentration of the analyte or the altered antibody binding can potentially result in immunoassay interference. These are endogenous substances that are natural, polyreactive antibodies with other unsuspected binding proteins that are unique to the individual. These substances can interfere with the reaction between analytes and reagent antibodies in immunoassay resulting in false positive or false negative values (2, 3, 4, 5, 6) . This ultimately results in misinterpretation of patients reports and finally to wrong course of treatment.
Heterophile antibodies accounts for large amount of interference in immunoassay. The presence of a heterophile antibody is characterized by broad reactivity with antibodies of other animal species (which are often the source of the assay antibodies). Such antibodies are commonly referred to as human antianimal antibodies (HAAA). Human anti-mouse antibodies (HAMA) belong to this category. These can result in both false positive and false negative results (7) . These are endogenous antibodies produced against poorly defined antigens. Both IgG and IgM heterophilic antibodies have been reported (8) . These antibodies react
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Retrospective approach to evaluate interferences in immunoassay with various antigens and the variable region of other antibodies (anti-idiotypic antibodies). In most of the cases there is no history of medical treatment with animal immunoglobulin or other well-defined immunogens, these are characteristically multi-specific (reacts with immunoglobulin from two or more species) or exhibit rheumatoid activity. So-called 'sandwich' immunoassays are particularly susceptible to this interference.
High dose hook effect is one of the cause of analytical interference in immunoassay. The hook effect or the prozone effect is a type of interference which plagues certain immunoassays and nephelometric assays, resulting in false negatives or inaccurately low results (9) . The effect can also occur because of antigen excess, when both the capture and detection antibodies become saturated by the high analyte concentration. In most case no sandwich can be formed by the capturing antibody, the antigen and the detection antibody (10) .
Analytical interference may also be due to cross reactivity. It is the most common interference -mostly in competitive assay. Cross reacting substance compete for binding site of antibody, resulting in over -or underestimation of analyte concentration (11) . Cross reactivity is a major problem in diagnostic immunoassays. Cross reactivity can occur where endogenous molecules with a similar epitopes to the measured analyte exist in the sample, these may be metabolites of the analyte, or structurally similar pharmaceutical agents. (12) Considering these interferences in immunoassay we have done follow up of non clinically correlating results. After excluding the pre analytical and post analytical factors root cause analysis of analytical interferences is done and presented here. 
OBJECTIVE
In our study, we have used a retrospective approach to evaluate the extent and type of interferences in immunoassays during our routine practice laboratory.
METHOD
All the immunoassay reports which were clinically non correlating were retrospectively evaluated following consultation with the clinicians. Over a period of six month nearly 87,780 immunoassays were performed of which 42 samples were evaluated for interference -Beta HCG, Estradiol, CA 125, AFP, prolactin, HbSAg and troponin I results were scrutinized. Thorough patient history was collected to evaluate exposure to animal antibody and recent immunoglobulin inoculation. The samples were treated with commercially available antibody blocking agents and were reanalyzed (Table No. 2). Commercially available diluents were used to evaluate high dose hook effect (Table No. 3).
Different platform, methodology, reagents were used for re-analysis (Table No. 1 ). Strict quality control measures were followed throughout the analysis process.
RESULTS
Out of 42 samples 19 were found to be affected by analytical interferences. The pre-analytical interferences was found in 20 cases and were attributed to wrong time of collection, wrong patient identity and wrong dilution protocols. Post analytical errors were found in 3 cases and were mainly due to wrong transcription in manual entry and wrong calculation in case of manual dilutions.
The present study focused on analytical interference. The data obtained for analytical interferences was as follows: beta HCG -6 samples (2 positive and 4 negative interference); estradiol -3 samples (2 positive and 1 negative interference); CA-125 -3 samples (2 positive and 1 negative interference), Alfa Feto Protein -2 samples In our study, the cases wherever cross reactivity or antibody interference were suspected an alternate platform was used, alternately commercial antibody blocking agents were used. Two different chemiluminescence (CLIA and CMIA) platforms were used. Cases where high dose hook effect was suspected serial dilutions were performed with commercially available diluents.
The serial dilutions were performed in the following order; 1:1, 1:2, 1:4, 1;10, 1:20, 1:50, 1:100, 1:500. The final results obtained in specific dilutions are shown in Table No . 4.
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DISCUSSION
Analytical errors arising from the presence of antibodies to mouse (monoclonal) immunoglobulins in the patient's plasma or serum have received the most attention but are just one of the many causes of interference in immunoassays. Reproducibility within a laboratory or among laboratories using the same or different analytical systems is no guarantee of the validity or correctness of the results (13) . Possibly the most important of the idiosyncratic interfering substances found in patient samples are those that are either autoantibodies against the analyte itself (e.g., insulin autoantibodies) or heterophilic (including antianimal) antibodies that react with one or more of the assay reagents. Both types of antibodied can produce false high or false low results (13) .
Specificity of an immunoassay depend on the binding property of the antibody, composition of the antigen and the matrix. Substances that alter the measurable concentration of an analyte in the sample or alter antibody binding can potentially result in assay interference (14, 15, 16) . These interfering substances may be unique to individuals and their concentration may changes over a period of time. The interfering substances may have low or high affinity and its concentration determines the extent of interference and may affect one or more analytes. Antibody blocking agents may not be sufficient to overcome all types of interferences (14, 15, 16) .
In immunoassays the heterophile antibody (or any other cross reacting substance) bridges the capture and detection antibodies to mimic analyte binding as such resulting in false high values. In contrast even in the presence of the analyte, heterophile antibody (or any other cross reacting substance) bind to the capture antibody preventing the analyte binding with the capture antibody resulting in falsely low values (negative interference). This is the basic mechanism for false high or low values resulting from the presence of heterophile antibody (Figure 1 ). 
A B C
Jayesh Warade Retrospective approach to evaluate interferences in immunoassay
Heterophile antibodies may be present in all patients (17) . The frequency of immunoassay interferences resulting from these antibodies depends on the magnitude of bias in the analytical method that contributes to significant interference (13) . The prevalence of potentially interfering antibodies has been reported to be as high as 40%, the incidence of immunoassay interference is estimated to be less than 2%.
They probably arise from mundane activities such as keeping pets, ingesting animal antigens, vaccination, infection, or even blood transfusion. High concentration of interfering proteins, which may be measurable in grams per litre, or proteins with high binding affinity can, however, overwhelm the analytical system, leading to assay interference and erroneous results (17) .
The interference from heterophile antibodies can be avoided by combining different assay antibodies from different species with little cross reactivity (18) or by using antibody blocking agent which contains IgM and IgG antibodies with high affinity for the anti-animal antibody.
In high dose hook effect, all the available binding site from capture as well as detection antibodies are occupied by the analyte creating a stage of hyper saturation preventing formation of true antigen-antibody bridge. This can be prevented by diluting the sample as such decreasing analyte concentration and allowing improved antigen -antibody complex formation, eventually and final concentration is obtained by multiplying with the dilution fraction ( Figure 2 ).
Limitation of our study is our retrospective approach, where evaluation was indicated only following feedback from clinicians. The screening for interfering antibody was done only after suspecting interference and was done only for the related subjects. The screening was not Analyte is binding to both capture as well as detection antibody leading to a reduction in formation of antibody-antigen-antibody complexes and a decrease in signal at higher concentrations of analyte Jayesh Warade Retrospective approach to evaluate interferences in immunoassay done actively for all the patients visiting the laboratory. As such, some of the interferences may have been missed during this period.
CONCLUSION
Despite use of state of the art laboratory equipment, chances of interference in immunoassay analysis resulting from endogenous substances cannot be ruled out. In conclusion, thorough evaluation of all non clinically correlating immunoassay results is advised.
